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Message Text 

UNCLASSIFIED 

PAGE 01 CARACA 00882 2721 15Z 
ACTION HEW-06 

INFO OCT-01 ARA-10 ISO-OO OES-06 EB-08 COME-OO /031 W 

280716Z 074199/10 

R 272008Z JAN 77 
FM AMEMBASSY CARACAS 
TO SECSTATE WASHDC 6392 

UNCLAS CARACAS 0882 

E.O. 11652: N/A 

TAGS: OGEN, ETRD, TBIO, VE 

SUB J : DENTAL OPERATING LIGHT, MECHANICAL HAZARD, 

(RECALL NO. T-024-7) 

REF: STATE 005213 

1 . ON CONTACTING EQUIPO DENTAL C.A., DR. LUIS E. TORRES, 

MANAGER, STATE THAT TO DATE THEY HAD NEVER ENCOUNTERED PROB- 
LEMS OR RECEIVED COMPLAINTS FROM USERS OF THE RITTER STARLITE 
DENTAL OPERATING LIGHT, MODEL J. 

2. HE FURTHER CONFIRMED RECEIPT OF 200 PLASTIC COVERS FOR THE 
LAMPS HE HAD IN STOCK IN EARLY 1976, NOTING THAT SINCE SECOND 
SEMESTER OF 1976, LAMPS HAVE BEEN ARRIVING WITH PLASTIC COVER 
INSTALLED. 
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Message Attributes 


Automatic Decaptioning: X 

Capture Date: 01 -Jan-1 994 12:00:00 am 

Channel Indicators: n/a 

Current Classification: UNCLASSIFIED 

Concepts: MEDICAL CARE, ELECTRIC EQUIPMENT 

Control Number: n/a 

Copy: SINGLE 

Sent Date: 27-Jan-1977 12:00:00 am 
Decaption Date: 01 -Jan-1 960 12:00:00 am 

Decaption Note: 

Disposition Action: n/a 
Disposition Approved on Date: 

Disposition Case Number: n/a 
Disposition Comment: 

Disposition Date: 01 -Jan-1 960 12:00:00 am 
Disposition Event: 

Disposition History: n/a 
Disposition Reason: 

Disposition Remarks: 

Document Number: 1977CARACA00882 

Document Source: CORE 

Document Unique ID: 00 

Drafter: n/a 

Enclosure: n/a 

Executive Order: N/A 

Errors: N/A 

Expiration: 

Film Number: D770030-1162 
Format: TEL 
From: CARACAS 
Handling Restrictions: n/a 
Image Path: 

ISecure: 1 

Legacy Key: linkl 977/newtext/tl 97701 14/aaaaalra.tel 

Line Count: 39 
Litigation Code IDs: 

Litigation Codes: 

Litigation History: 

Locator: TEXT ON-LINE, ON MICROFILM 

Message ID: 81cc38d0-c288-dd1 1-92da-001cc4696bcc 

Office: ACTION HEW 

Original Classification: UNCLASSIFIED 

Original Handling Restrictions: n/a 

Original Previous Classification: n/a 

Original Previous Handling Restrictions: n/a 

Page Count: 1 

Previous Channel Indicators: n/a 
Previous Classification: n/a 
Previous Handling Restrictions: n/a 
Reference: 77 STATE 5213 
Retention: 0 

Review Action: RELEASED, APPROVED 
Review Content Flags: 

Review Date: 30-Sep-2004 12:00:00 am 
Review Event: 

Review Exemptions: n/a 
Review Media Identifier: 

Review Release Date: n/a 
Review Release Event: n/a 
Review Transfer Date: 

Review Withdrawn Fields: n/a 
SAS ID: 3488785 
Secure: OPEN 
Status: NATIVE 

Subject: DENTAL OPERATING LIGHT, MECHANICAL HAZARD, (RECALL NO. T-024-7) 

TAGS: OGEN, ETRD, TBIO, VE, EQUIPO DENTAL C A 
To: STATE 
Type: TE 

vdkvgwkey: odbc://SAS/SAS.dbo.SAS_Docs/81cc38d0-c288-dd1 1-92da-001cc4696bcc 
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